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Abstract No systematic validation study is available with
optical frequency domain imaging (OFDI), directly com-
pared with frequency domain optical coherence tomogra-
phy (FD-OCT) and intravascular ultrasound (IVUS).
Controversy also remains about the impact of different
stent contour tracing methods by OFDI/FD-OCT. In vitro:
coronary phantom models (1.51–5.04 mm) were imaged
with OFDI, FD-OCT, and IVUS, demonstrating excellent
quantitative precision with a slight overestimation of mean
lumen diameter (difference 0.01–0.02 mm). In vivo: cor-
responding 64 OFDI/IVUS images of stented coronary
segments from 20 swines were analyzed. Minimum lumen
area by OFDI was larger than IVUS at baseline
(P\ 0.001), whereas it was smaller than IVUS at follow-
up. When stent was traced at leading edges of struts by
OFDI, minimum stent area was similar between OFDI and
IVUS (P = 0.60). When traced at the highest intensity
points of struts by OFDI, it was significantly larger in
OFDI than in IVUS (P\ 0.001). Three modalities have
clinically acceptable precision across the wide range of
lumen diameters. In vivo measurements by OFDI and
IVUS could slightly be discrepant depending on the
parameters and time points. In stent assessment by OFDI,
the 2 methods led to a small but systematic difference;
therefore, consistency in methodology is advised for
comparative studies.
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Introduction
Time domain and frequency domain (FD) optical coher-
ence tomographies (OCTs) have been consistently shown
to provide more precise lumen measurements compared to
conventional 40-megahertz (MHz) intravascular ultrasound
(IVUS) both in vitro and in vivo, owing to their much
higher resolution and better contrast of lumen border than
IVUS systems [1–3].
Recently, optical frequency domain imaging (OFDI) has
become clinically available as another second-generation
intravascular optical imaging system. While a first-in-hu-
man study demonstrated the feasibility and safety of OFDI,
[4] there had been no systematic validation study directly
comparing OFDI with FD-OCT. Although these second-
generation OCT systems adopt the same technical princi-
ple, there is a theoretical concern that practical differences
in image data processing and system configurations may
lead to considerable variability in quantitative precision, as
previously demonstrated in IVUS systems [5, 6]. Also, it
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remains controversial whether stent contour should be
traced at leading edges or the highest intensity points when
assessing with intravascular optical imaging systems [7].
Accordingly, the primary goal of the present study was to
compare the precision of OFDI with FD-OCT and IVUS.
Additionally, the secondary goal was to compare OFDI
stent measurements between tracing at leading edges and
the highest intensity points.
Methods
This study consisted of an in vitro phantom study that
compared OFDI with FD-OCT and IVUS, and an in vivo
swine study that compared OFDI and IVUS. All OFDI,
FD-OCT, and IVUS images obtained in a DICOM format
were analyzed offline by a dedicated interpreter (Y. K.) and
reviewed by another independent analyst (H. K.) at Stan-
ford Cardiovascular Core Analysis Laboratory using a
commercially available image analysis system (echoPla-
queTM; INDEC Medical Systems, Santa Clara, CA). IVUS
data were blinded to interpreters at the time of OFDI
analysis.
In vitro study
Five coronary phantom models made from an acrylic resin
with known lumen diameters (1.51, 2.03, 3.04, 4.04, and
5.04 mm, respectively) were imaged with OFDI (Fas-
tViewTM and LUNAWAVETM, Terumo Corp., Tokyo,
Japan), FD-OCT (DragonflyTM JP and ILUMIEN
OPTISTM, St. Jude Medical, MN), and IVUS (ViewIT
and VISIWAVETM, Terumo Corp.) catheter systems. OFDI
and FD-OCT images were obtained using automated
motorized pullback in a tank filled with 37 degrees Celsius
saline, saline 50 %/contrast 50 %, and contrast 100 %
under the system setting of the refractive index for the
corresponding flush medium. To avoid possible variability
caused by varying blood characteristics, IVUS imaging
was performed under standardized conditions in the tank
filled with 37 degrees Celsius saline using automated
motorized pullback [6]. In each phantom diameter of each
modality, 10 analyzable cross sections were randomly
selected, and phantom lumen contours were traced. Mean
lumen diameter (LD) of the analyzed cross section was
provided automatically by the analysis system. Because
IVUS measurements assume imaging in a blood environ-
ment, obtained data were adjusted according to the speed
of sound in the 37 degrees Celsius saline (1522.3 m/s) [8]
and the theoretical speed of sound in blood employed in the
IVUS system (1562.5 m/s), as well as the catheter diameter
at the imaging window level (0.87 mm). The catheter
diameter on a cross-sectional image is predetermined by
the system irrespective of a medium used. Accordingly, the
following formula was used to compensate the difference
of speed of sound between saline and blood (Fig. 1):
adjusted diameter = (measured diameter - catheter
diameter) 9 (speed of sound in saline/speed of sound in
blood) ? catheter diameter.
In vivo study
In vivo OFDI/IVUS images of stented coronary segments
were obtained from 20 swines. Dual antiplatelet therapy
with aspirin 325 mg/day and clopidogrel 75 mg/day was
initiated 3 days before the stent deployment and continued
indefinitely. After injection of 200 lg intracoronary nitro-
glycerin, left and right coronary angiograms were per-
formed to assess diameter and length of a given coronary
segment. If stent deployment was feasible, the type of stent
was randomly selected from the following 5 stents: Ulti-
masterTM, NoboriTM, and KanameTM (Terumo Corp.);
Xience PrimeTM (Abbott Vascular, Inc., Santa Clara, CA);
and Resolute IntegrityTM (Medtronic Vascular, Inc., Santa
Rosa, CA). To achieve a stent/arterial ratio of 1.1–1.2, stent
diameter was selected as either 2.50 or 3.00 mm, and stent
deployment pressure was determined according to the
manufacturers’ compliance charts.
OFDI imaging of the stented segment was performed
under flushing of an optically transparent media at 4 ml/s
for 4 s (contrast, crystalloid, or the mixture of contrast and
crystalloid: randomly selected under the system setting of
the refractive index for the corresponding flush medium.)
using the FastViewTM catheter with automated motorized
pullback at 20 mm/s. IVUS imaging of the same segment
was obtained in a standard fashion using the ViewIT
Fig. 1 The scheme of IVUS data adjustment. Because IVUS systems
are optimized for measurements in the blood, obtained IVUS data
were adjusted to compensate for the difference in the speed of sound
in saline and blood. IVUS intravascular ultrasound
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catheter with automated motorized pullback at 0.5 mm/s.
Stents were imaged again with OFDI and IVUS at either 4
or 12 weeks after the stent deployment [9].
Lumen and stent contours were traced at 1-mm axial
intervals for the stented segment to calculate the volumes
using Simpson’s rule with automated frame interpolation
by the analysis system. All IVUS measurements were
performed at the leading edge of boundaries, according to
the American College of Cardiology Clinical Expert Con-
sensus Document on Standards for Acquisition, Measure-
ment, and Reporting of Intravascular Ultrasound Studies
[10]. All OFDI analyses were performed according to the
Consensus Standards for Acquisition, Measurement, and
Reporting of Intravascular Optical Coherence Tomography
Studies [7]. Of note, in assessing lumen contours at base-
line, the lumen border behind the stent struts was traced in
OFDI images, whereas by IVUS, lumen contour was equal
to stent contour in absence of incomplete strut apposition
(malapposition). In-stent measurements by OFDI, both
leading edges and the highest intensity points of stent strut
images were traced to determine the exact degree of dif-
ference between the 2 methods (Fig. 2) [7, 10]. At follow-
up, neointimal volume was calculated as stent volume
minus lumen volume. Each volume was divided by an axial
analyzed length (volume index: VI, mm3/mm) to adjust for
the difference of analyzed longitudinal lengths among
cases. Minimum lumen area and mean LD of the minimum
lumen area site were also obtained as 2-dimensional
indices.
Intra- and interobserver reproducibility
Reproducibility of the in vitro study was assessed in 50
cross-sections in each modality at least 4 weeks later after
the initial evaluation with the phantom. Intra- and inter-
observer variability of the in vivo study was assessed in
randomly selected 6 OFDI and 6 IVUS pullbacks by the
dedicated interpreter (Y.K.) and an independent 2nd
interpreter (S.T.).
Statistical analysis
All analyses were performed using SPSS 21 software
(IBM Corp., Armonk, NY). Continuous variables are pre-
sented as mean ± standard deviation. Normality of the
continuous variables was confirmed with Shapiro–Wilk
test. Two sets of data with normal distribution were com-
pared with paired Student t test. If the normality test failed,
they were compared using the Wilcoxon signed-rank test.
Bland–Altman method [11] was employed to test the
agreement between the 2 modalities. The degree of
reproducibility was presented with a mean differ-
ence ± standard deviation and a coefficient of variation
(defined as the standard deviation of the paired difference
divided by the mean of the absolute value) [12, 13]. A two-
sided P value of\0.05 was considered significant.
Results
In vitro study
A total of 150 cross sections were analyzed for the in vitro
study. Mean LD obtained in saline for the 3 modalities as
well as adjusted values for IVUS are summarized in
Table 1. Saline–blood adjustments for IVUS data led to
smaller mean LD; however, %change of mean LD after
adjustments was diminutive, ranging from -2.14 to
-1.27 %. Mean LDs by OFDI and FD-OCT in saline,
saline 50 %/contrast 50 %, and contrast 100 % are sum-
marized in Table 2. The difference of flushing media had
only minimal impact on measurements (ranging from 0.20
to 3.36 % change of mean LD), as long as the reflective
index of flushing media was adjusted by the system setting.
Overall, all modalities demonstrated excellent quantitative
precision with only a slight overestimation of mean LD
(difference of each modality: 0.02 ± 0.02 mm for OFDI,
0.01 ± 0.02 mm for FD-OCT, and 0.02 ± 0.02 mm for
IVUS, respectively) (Fig. 3).
Reproducibility of the in vitro study was high, irre-
spective of modality. Mean difference between 1st and 2nd
analysis and coefficient of variation in each modality was
0.00 ± 0.01 mm and 0.27 % for OFDI, 0.01 ± 0.02 mm
and 0.55 % for FD-OCT, and 0.02 ± 0.02 mm and 0.52 %
for IVUS, respectively.
In vivo study
OFDI and IVUS images were both obtained in a total of 38
stented coronary segments, 26 of which had serial studies
performed at baseline and follow-up. In total, 34 corre-
sponding OFDI/IVUS images were available at baseline
immediately after stent deployment, 17 images at 4 weeks,
and 13 images at 12 weeks.
Detailed in vivo measurement results are summarized in
Table 3 and Fig. 4. For lumen assessment, OFDI mea-
surements were significantly larger than IVUS at baseline
(P\ 0.001 for all), whereas those at 4 weeks and 12 weeks
were similar or significantly smaller than IVUS. For stent
assessment, when traced at leading edges of strut images by
OFDI, overall stent measurements were similar between
OFDI and IVUS (difference in minimum stent
area = -0.02 ± 0.28 mm2, P = 0.60; difference in stent
VI = -0.03 ± 0.26 mm3/mm, P = 0.39). When the stent
was traced at highest intensity points of strut images by
OFDI, OFDI stent measurements were significantly larger
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than IVUS at baseline, 4 weeks, and 12 weeks. As a result,
overall stent measurements with this method were signifi-
cantly larger in OFDI than in IVUS (difference in minimum
stent area = 0.27 ± 0.29 mm2, P\ 0.001; difference in
stent VI = 0.24 ± 0.28 mm3/mm, P\ 0.001). For neoin-
timal assessment at follow-up, OFDI consistently showed
larger neointimal VI than IVUS both at 4 and 12 weeks. As
expected, when the stent was traced at leading edges of strut
images by OFDI, differences in calculated neointimal VI
between OFDI and IVUS were numerically smaller com-
pared to the tracing at highest intensity points (leading
edges: difference = 0.16 ± 0.21 mm3/mm, P\ 0.001;
highest intensity points: difference = 0.45 ± 0.19 mm3/
mm, P\ 0.001).
Fig. 2 Representative images
of lumen and stent trace in the
same segment. Yellow and
green lines represent lumen and
stent contour. In the baseline
IVUS image, lumen and stent
contour were traced at the same
line. IVUS intravascular
ultrasound, OFDI optical
frequency domain imaging. HIP
and LE indicate stent tracings in
OFDI image were performed
either at the highest intensity
points or at leading edges
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Fig. 3 Bland–Altman analysis for mean lumen diameter (in vitro
study). In each panel, x-axis represents phantom diameter
(1.51–5.04 mm) and y-axis represents the difference of measurement
compared with phantom (mean LD by each modality—phantom
diameter). Solid line shows mean value of LD difference in each
modality, and two dotted lines show ± 1.96SD of mean LD
difference in each modality. IVUS mean lumen diameters are
adjusted values. FD-OCT frequency domain optical coherence
tomography, IVUS intravascular ultrasound, LD lumen diameter,
OFDI optical frequency domain imaging, SD standard deviation
Table 1 Comparisons of
phantom mean lumen diameter
(LD) by OFDI, FD-OCT, and
IVUS (saline versus adjusted)
OFDI FD-OCT IVUS
Saline Saline Saline Adjusted % change
5.04 mm 5.08 ± 0.01 5.04 ± 0.01 5.15 ± 0.01 5.04 ± 0.01 -2.14
4.04 mm 4.07 ± 0.01 4.05 ± 0.01 4.12 ± 0.01 4.04 ± 0.01 -1.94
3.04 mm 3.06 ± 0.01 3.07 ± 0.01 3.12 ± 0.01 3.06 ± 0.01 -1.92
2.03 mm 2.06 ± 0.01 2.04 ± 0.01 2.10 ± 0.02 2.07 ± 0.02 -1.43
1.51 mm 1.51 ± 0.01 1.49 ± 0.01 1.58 ± 0.01 1.56 ± 0.01 -1.27
% change was calculated as follows: 100*(adjusted mean LD - mean LD in saline)/mean LD in saline
FD-OCT frequency domain optical coherence tomography, IVUS intravascular ultrasound, LD lumen
diameter, OFDI optical frequency domain imaging
Table 2 Comparisons of phantom mean lumen diameter (LD) by OFDI and FD-OCT in various conditions
OFDI FD-OCT
Saline Saline 50 %,
contrast 50 %
Contrast % change Saline Saline 50 %,
contrast 50 %
Contrast % change
5.04 mm 5.08 ± 0.01 5.08 ± 0.01 5.05 ± 0.01 0.59 5.04 ± 0.01 5.03 ± 0.01 5.03 ± 0.01 0.20
4.04 mm 4.07 ± 0.01 4.07 ± 0.01 4.05 ± 0.01 0.49 4.05 ± 0.01 4.06 ± 0.02 4.04 ± 0.01 0.49
3.04 mm 3.06 ± 0.01 3.06 ± 0.01 3.07 ± 0.01 0.33 3.07 ± 0.01 3.08 ± 0.01 3.06 ± 0.01 0.65
2.03 mm 2.06 ± 0.01 2.05 ± 0.01 2.07 ± 0.01 0.97 2.04 ± 0.01 2.08 ± 0.01 2.04 ± 0.01 1.96
1.51 mm 1.51 ± 0.01 1.52 ± 0.01 1.53 ± 0.00 1.32 1.49 ± 0.01 1.53 ± 0.01 1.48 ± 0.01 3.36
% change was calculated as follows: 100*(maximum mean LD - minimum mean LD among three flushing media)/mean LD in saline
FD-OCT frequency domain optical coherence tomography, LD lumen diameter, OFDI optical frequency domain imaging
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Intra- and interobserver reproducibility of OFDI was
consistent, irrespective of parameters (coefficient of vari-
ation: 0.8–3.0 %). On the other hand, IVUS showed
varying degrees of intra- and interobserver reproducibility
among the parameters (coefficient of variation: 4.1–16.3 %
for lumen, 0.6–3.4 % for stent, and 19.4–22.9 % for
neointimal) (Table 4).
Discussion
The primary findings of this study are that OFDI, FD-OCT,
and IVUS performed with clinically acceptable precision
across a wide range of phantom diameters, and that in vivo
measurements by OFDI and IVUS could slightly be dis-
crepant depending on the parameters and time points after
stent deployment (i.e., baseline and follow-up). The sec-
ondary finding is that the 2 methods for OFDI strut tracing
(connecting leading edges vs. the highest intensity points)
led to a small but systematic difference in measurement
results.
Although several previous studies have attempted to
compare OFDI or FD-OCT with conventional coronary
imaging modalities (e.g., IVUS or quantitative coronary
angiography), [2–4, 14, 15] no systematic validation exis-
ted with direct comparison between the 2 new intravascular
optical imaging systems. To the best of our knowledge, the
present study is the first to confirm comparability in
quantitative assessment among OFDI, FD-OCT, and IVUS
using latest-generation catheter systems tested in a variety
of phantom diameters. Additionally, possible impact of
different flushing media has also been evaluated in the
present study. The refractive index for each flushing media
has been confirmed to be appropriately defined by both
OFDI and FD-OCT systems, suggesting that different
flushing media can be selected in a given study according
to coronary anatomy (e.g., arterial size, location, etc.) and
clinical situations (e.g., renal insufficiency, etc.) as long as
the reflective index of flushing media was adjusted by the
system setting.
Despite the equivalent lumen measurements between
OFDI and IVUS in the ideal experimental models, several
discrepancies were observed in vivo between those 2
modalities, seemingly affected by multiple factors. First,
lumen measurements at baseline were larger by OFDI
than IVUS, most likely due to the difference of method-
ology in lumen tracing between the optical and ultra-
sound-based approaches (i.e., at baseline, lumen border
behind stent struts can be visualized and traced by OFDI,
whereas lumen and stent contours are virtually equal in
IVUS in absence of incomplete strut apposition). On the
other hand, as neointimal tissue proliferated within the
stents during the follow-up, lumen measurements by
OFDI became similar or smaller compared with IVUS,
Table 3 In vivo quantitative measurement by OFDI and IVUS at baseline, 4, and 12 weeks
Baseline 4 weeks 12 weeks




OFDI IVUS P value OFDI IVUS P value OFDI IVUS P value
Mean LD (mm) 2.65 ± 0.26 2.51 ± 0.24 \0.001 2.31 ± 0.42 2.30 ± 0.35 0.96 1.86 ± 0.34 1.94 ± 0.32 0.002
Minimum lumen area
(mm2)
5.15 ± 0.96 4.73 ± 0.95 \0.001 3.29 ± 1.30 3.86 ± 1.15 0.001 2.25 ± 0.87 2.48 ± 0.82 0.001
Lumen VI (mm3/mm) 5.50 ± 1.11 4.95 ± 0.99 \0.001 4.27 ± 1.46 4.22 ± 1.26 0.49 2.76 ± 0.93 3.00 ± 0.96 0.002
Minimum stent area,
tracing at LE (mm2)
4.63 ± 0.89 4.73 ± 0.95 0.02 5.05 ± 1.21 4.81 ± 1.09 0.002 4.69 ± 0.83 4.83 ± 0.86 0.03
Minimum stent area,
tracing at HIP (mm2)
4.92 ± 0.94 4.73 ± 0.95 \0.001 5.34 ± 1.27 4.81 ± 1.09 \0.001 4.98 ± 0.87 4.83 ± 0.86 0.03
Stent VI, tracing at LE
(mm3/mm)
4.82 ± 0.92 4.95 ± 0.99 \0.001 5.20 ± 1.21 4.95 ± 1.15 \0.001 4.87 ± 0.89 4.98 ± 0.92 0.08
Stent VI, tracing at HIP
(mm3/mm)
5.07 ± 0.96 4.95 ± 0.99 0.001 5.49 ± 1.27 4.95 ± 1.15 \0.001 5.16 ± 0.93 4.98 ± 0.92 0.01
Neointimal VI, tracing
at LE (mm3/mm)
N/A N/A N/A 0.93 ± 0.45 0.73 ± 0.32 0.002 2.11 ± 0.55 1.98 ± 0.63 0.01
Neointimal VI, tracing
at HIP (mm3/mm)
N/A N/A N/A 1.22 ± 0.43 0.73 ± 0.32 \0.001 2.40 ± 0.58 1.98 ± 0.63 \0.001
HIP highest intensity points, IVUS intravascular ultrasound, LAD left anterior descending artery, LCx left circumflex artery, LD lumen diameter,
LE leading edge, OFDI optical frequency domain imaging, RCA right coronary artery, VI volume index
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which is in agreement with previous reports comparing
FD-OCT [1, 3, 15] or OFDI [4] with IVUS. Another
possible factor that can affect in vivo results may be the
effects of variance in blood flow velocity and temperature
on IVUS measurements [16]. In addition, with imaging
under flowing blood, IVUS may not always be able to
Fig. 4 Bland–Altman analysis for OFDI/IVUS parameters (in vivo
study). In each panel, x-axis represents the average of measurement
between OFDI and IVUS, and y-axis represents the difference of
measurement between OFDI and IVUS (measurement by OFDI—
measurement by IVUS). Solid line shows mean value of LD
difference in each modality, and two dotted lines show ± 1.96SD
of difference between two modalities. IVUS intravascular ultrasound,
LD lumen diameter, OFDI optical frequency domain imaging, SD
standard deviation, VI volume index. HIP and LE indicate the stent
trace in OFDI image was performed either at highest intensity points
or at leading edges
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detect the precise lumen border due to less contrast
between blood speckles and intimal tissue, compared with
optical imaging performed exclusively under blood
removal. This hypothesis appeared to be supported by the
higher intra- and interobserver variability of IVUS in
assessing lumen and neointima than in assessing stent
dimensions observed in the present study. Of note, how-
ever, this factor may have been exaggerated in the present
study, performed in swine coronary arteries typically with
different heart rates and shape of red blood cells com-
pared with humans. Contrariwise, unsatisfactory blood
removal during OFDI imaging could also lead to under-
estimation of the lumen size by making the differentiation
of residual blood and lumen border challenging. Finally,
differences in frame rate and pullback speed between the
optical and ultrasound-based approaches may also have
affected the in vivo results, leading to variances in image
construction of the given coronary segment. From a
clinical perspective, the differences observed in the pre-
sent study may not necessarily lead to the alteration of
interventional strategies, since the net difference in lumen
measurements between OFDI and IVUS was small, irre-
spective of timing of observation.
To date, the methodology for stent analysis by OFDI/
FD-OCT has been under-investigated and controversial.
The Consensus Standards by the International Working
Group recommend to trace at leading edges or the axial
center of the stent strut images, though there has been no
decisive evidence thus far [7]. The present study showed
that tracing at leading edges had better agreement with
IVUS-derived stent measurements than tracing at the
highest intensity points; however, this result should not be
misinterpreted as preference of one method over the other
since no gold standard was available for the in vivo stent
assessments. In fact, theoretically, the highest intensity
points of strut images should correspond to the surface of
metal struts more precisely than the leading edges that can
include blooming artifacts often associated with strongly
reflective metallic stents [7, 17]. Given that stent/neointi-
mal values between the 2 methods are different to some
extent, one would expect consistency in the methodology
of tracing stent struts to be of importance to minimize
possible systematic variability among the given cohort.
Another hypothesis-provoking observation from our
in vivo stent analysis is that the difference in stent mea-
surements between OFDI and IVUS appeared to be larger
at 4 weeks than at baseline or 12 weeks, possibly sug-
gesting that the amount and/or tissue characteristics of in-
stent neointima may affect stent measurements. Since
current intravascular optical imaging systems, including
Table 4 Intra- and interobserver variability in assessing swine coronary segments by OFDI and IVUS
Intraobserver variability Interobserver variability
Mean difference between








Mean LD (mm) 0.02 ± 0.02 1.1 0.04 ± 0.02 0.9
Minimum lumen area (mm2) 0.06 ± 0.08 2.6 0.14 ± 0.06 2.0
Lumen VI (mm3/mm) 0.07 ± 0.09 2.4 0.12 ± 0.09 2.3
Minimum stent area, tracing at LE (mm2) -0.03 ± 0.06 1.4 -0.04 ± 0.07 1.6
Minimum stent area, tracing at HIP (mm2) -0.05 ± 0.09 1.9 0.01 ± 0.07 1.4
Stent VI, tracing at LE (mm3/mm) -0.03 ± 0.04 0.9 -0.09 ± 0.04 0.8
Stent VI, tracing at HIP (mm3/mm) -0.04 ± 0.04 0.8 -0.03 ± 0.05 1.0
Neointimal VI, tracing at LE (mm3/mm) -0.05 ± 0.06 3.0 -0.16 ± 0.05 2.4
Neointimal VI, tracing at HIP (mm3/mm) -0.07 ± 0.07 3.0 -0.09 ± 0.07 3.5
IVUS
Mean LD (mm) -0.02 ± 0.09 4.1 0.003 ± 0.11 5.4
Minimum lumen area (mm2) -0.10 ± 0.47 14.1 0.02 ± 0.53 16.3
Lumen VI (mm3/mm) -0.08 ± 0.26 7.2 -0.002 ± 0.34 9.5
Minimum stent area (mm2) 0.01 ± 0.10 2.1 0.18 ± 0.16 3.4
Stent VI (mm3/mm) 0.00 ± 0.06 1.2 0.001 ± 0.03 0.6
Neointimal VI (mm3/mm) 0.12 ± 0.34 19.4 0.005 ± 0.42 22.9
Second observation by same investigator was performed at least 4 weeks later after 1st observation
HIP highest intensity points, IVUS intravascular ultrasound, LD lumen diameter, LE leading edge, OFDI optical frequency domain imaging, VI
volume index
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OFDI and FD-OCT, are calibrated to measure a distance
from an imaging probe to a luminal border through a given
flushing medium using the refractive index of the particular
medium, the presence of neointima between the probe and
stent struts may affect measurements by not taking the
refractive index of neointima into account. Technically,
IVUS measurements can also be affected by the different
speed of sound in blood versus neointima, although ultra-
sound-based approaches may not be as sensitive as optical
approaches to this phenomenon. The difference in the
speed of sound between blood and soft tissue (1540 m/s on
average) [18] is only 1.5 %, while the difference in saline
and blood is 2.6 % that resulted in merely 1–2 % differ-
ences in IVUS-measured diameters in our phantom models.
The exact refractive index of soft tissue for OFDI/FD-OCT
is currently unknown, and therefore, this hypothesis war-
rants further investigation.
Limitations
Several limitations should be noted in this study. First,
deviation of the imaging catheter from the center of the
phantom may affect the measurements of in vitro study,
although the catheter was positioned coaxially in the center
of each phantom as much as possible and we employed the
mean LD to minimize this limitation. Second, we
employed the algorithm for IVUS data adjustment to avoid
possible variability caused by varying blood characteristics
in phantom models; however, this theoretical method is yet
to be validated. Finally, the in vivo study was performed in
swine coronary arteries without significant atherosclerosis
but with significant in-stent neointimal proliferation, [19]
the results of which may be somewhat different from those
expected in diseased human coronary lesions successfully
treated with drug-eluting stents.
Conclusions
OFDI, FD-OCT, and IVUS showed clinically acceptable
precision across a wide range of phantom diameters.
In vivo measurements by OFDI and IVUS could slightly be
discrepant depending on the parameters and time points
after stent deployment, although most differences appeared
clinically irrelevant. In-stent assessment by OFDI, tracings
at leading edges vs. the highest intensity points of strut
images led to a small but systematic difference; therefore,
consistency in methodology is advised for comparative
studies.
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